




QTY UNIT

1 unit

 
A. SPECIFICATIONS

1
Fully Automated and optimized workflow from 

sample pre-treatment up to nucleic acid extraction.

2 Creates 48 samples throughput in < 100min.

3 Easy to operate system

4 Low maintenance

5

With anti-contaminants and has its own disinfecting 

capacity to strengthen biosafety measures. Ex. UV light 

or its equivalent

6 With whole process monitoring of every step.

7 Compatible with various PCR thermocycler machines.

8
Optimized system and ready for other viral 

detections/testing preparations.

9 High cost-effectiveness

10

The supplier must guarantee a 24/7 response for 

professional and technical support including weekends 

and holidays.

11
The unit will be operated at 230 Volts 3-Pin power 

plug/cable, strictly at 60 hertz.

12 Power consumption (must be clearly stipulated )

13 Equipment should maintainable and serviceable

B. ACCESSORIES PER Unit

1 AVR (1)

2 UPS  with frequency converter (1)

3
Will provide starter consumables that can run 

samples up to 192 tests.

C. WARRANTY

1
With at least three  (3) years warranty on services, 

parts and accessories

2
Quarterly preventive maintenance and calibration 

with certificate and sticker.

ADDRESS

TELEPHONE / FAX NO.SIGNATURE OVER PRINTED NAME

Fully Automated Nucleic Acid Extraction Machine

PCMC has the right to reject any or all bids without offering any reason, waive any required formality and award the 

contract to any bidder whose proposals as evaluated by PCMC is the most advantageous to the government.

NAME OF COMPANY

PHILIPPINE CHILDREN'S MEDICAL CENTER

Quezon Avenue, Quezon City
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QTY UNIT

1 unit

 
A. SPECIFICATIONS

1 Real time quantitative PCR system

2 96 x 0.2mL Tube capacity

3 0.2mL single tube, 8 x 0.2mL row tube, 96-hole plate

4 Temperature control range of 4◦C - 99◦C

5
Full wavelength maintenance-free halogen tungsten 

lamp

6 5-6 Number of excitation channels

7
Can effectively distinguish 5000 and 10000 copies with 

99-100% confidence degree

8

9. Software functions of Absolute Quantification, 

Relative Quantification, Genotyping, Amplification 

efficiency calculation and melting curve

9 Easy to operate

10
Wide range temperature; 6 independent temp control 

modules

11
Easy access software interface for open and flexible 

applications

12

Supplier must guarantee a 24/7 response for 

professional and technical support including weekends 

and holidays.

13
The unit will be operated at 230 Volts 3-Pin power 

plug/cable, strictly at 60 hertz.

14 Power consumption (must be clearly stipulated)

15 Mechanical parts should be of heavy-duty type 

16 Equipment should be maintainable and serviceable

B. ACCESSORIES Per Unit

1 Desktop or Laptop

1.1  Intel processor i5 or i7 10th generation

           or higher

1.2  866 RAM; 500 GB SSD

1.3  21-inch LCD monitor for desktop or  

      15-16 inch LCD monitor for laptop

2 3 in 1 Deskjet Printer

3 AVR (1)

4 UPS 650VA

C. WARRANTY

1
With at least three  (3) years warranty on services, parts 

and accessories

2
Quarterly preventive maintenance and calibration with 

certificate and sticker.

ADDRESS

TELEPHONE / FAX NO.SIGNATURE OVER PRINTED NAME

Real Time PCR Machine

PCMC has the right to reject any or all bids without offering any reason, waive any required formality and award the 

contract to any bidder whose proposals as evaluated by PCMC is the most advantageous to the government.

NAME OF COMPANY

PHILIPPINE CHILDREN'S MEDICAL CENTER

Quezon Avenue, Quezon City

TECHNICAL SPECIFICATIONS

PCMC REQUIREMENT
BIDDERS'  OFFER TO COMPLY WITH THE PCMC 

REQUIREMENTSItem Description
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